Video with wide-field specular microscopy.
The addition of a high-sensitivity video camera and recording system has augmented and simplified the use of the wide-field specular microscope. In the noncontact mode, the tape is replayed and the clearest image frozen for analysis. When used as a contact instrument, video recording as the cornea is scanned allows examination of broad areas for endothelial pathologic involvement.